CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

IR

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance™ for the Intoxilyzer 3000 Serial Number

Mf&&_ﬁ@maimained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tesied the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A 3,
tor a 0.080AC solution are 0.070AC to 0.090AC.

Date: (/AFZ/0S Call O-07F AC Cala 0.02F AC
Date: 7-//3/0S Call__ 0.0 79 AC Cal2_ 0.0 2§ AC
Date: — Cal 1 AC Cal2 AC

Between the dates of é/@’-}’- SO0 . and 772//3)/‘55*

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on _‘;Z//:B /D T
The instrument was retumed to service on

;S

Irene Doran

Tk e

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this 9/ _day of
Tk, 2005 .
OFFICIAL SEAL

D KATHY A. KINN ‘T -
=) NOTARY Puauc-nmmi‘fﬁg?ﬁ.&_.ﬂ h./fmé

oA/ PIMA COUNTY

Notary Public

*Includes documents specified in A A C. R9-14-404 A6

Pursuane to section 28-1327, Arizona Ravised Starutes, this document sz certified duplicate of the
information contained in computer storage devices of the Tucson Police Deparment.




THIS REPORT PREPARED PURSUANT TO DUTY THMDOSED &Y
A.A.C. BS-14-404(A)
RIZONA DEPARTMENT OF HEALTH SEQVICES

AGENCY _ Tucson Police QA SPECIALIST _ | jprmpje Z)@.y—a:—-, 4 33/

(Print Mamsz)
KILYZER Semtal ¢ @ F~00/200 (H#€) LoCATION B f—,‘-g;)
July (2 ifg_g?f‘:fnfr TIME Vi

i
play ceads “READY TO START™ o TBUSH BUTTON TQ START

=0k S2ECing shoyld 9é betwaan 200 and

800. Mode selection switch 52 an, 3L and 53 aff or
“e¥Deard meaw selaction “HY. Reading is

Display Test check. Mode sslection switch S1 an and- 52
and 53 oif or kevboard menu saladction YW,

Brinter Test check. Mode selaction switeh i, 5%, 53
0Iff or xevboard menu sslectian “p~
Clock time chieck. Mode selection switeh S10 on or
keyboard menun selsction “E”.

Date check. Mode Selection switch S11 on or keyboard
menu selectien “EY

Alcohol frees subject Tesk result B AL
Errer recognition logic system Functioning
Invalid test printed i !
Proper sample recognition systeEm
Invalid sample printed
Deficient sample printad
M/D Completeness of sample purge with collection tubas+
Calibration standard 0. AC
Fesulis: .
Instrument operating properly and accuracely.  YES W

CDMHLNT%L‘?EMM d”ﬁd’{f’? H_/Z“?}?”z""_{.??'?f
M?NGI/H‘ v"’/?‘é'?‘}? 1l T /A6

-*’4-".-:" sece recore]  Zafed Ffizfos
STIGNATURE /ﬂ[/}g(_,—

0. M/& alconu; cancantration standard collacted far subsaguent
analvsis. ¥%

*WITH OR WITECUT VAPOR RECIRCULATION AND WITH OR WITHOUT REFBOAERD
**THIS STEP IS QNLY BEQUIRED IF THIS DEVICE IS5 BEINGE USED FOR
SAMPLE CAPTUORE.

DHS/DSLS/Form CL17 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Stanues; this document is a certi fed duplicate of the information conttined in COMpuULsr
storage devices of the Tucvnrs Palice Deparmnent.
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A
TUCSON POLICE DEPARTMENT

CRIME LABORATORY

INTOXILYZER SERVICE RECORD

/9

Date: 1{205
OAS: f{#r:oj Qm_/(%oi 28 8¢7

Intoxilyzer Serial Number: 424"00 [ 22 (o (-ji:g}
Reason For Service: fm-ky}’m( C(Lq_ﬂﬂﬂﬁrLILS 'gﬂ_[ Cd ‘F %{ ﬂﬂ%lz('f/

check  wWhen e inshrument wWas tuynel on, T Vefa/@nﬁf
At Prindtr LEM{{ and (tleaned 40 yoller buw

Date Out of Service: ,11 ! }?) 0 6

Calibration'Check completed prior to removal from service

Data: ?—’ JB’ 0 S oK

SQAP completed prior to removal from service

Date: "?-13‘05 {'”5‘/

Cormrective Action: Béo Applied Electronics

Pursuant 1o section 28-1327, Asfzona Revised Stamtes, this document is 2 cermified duplicare of the information contained in
computer storage devices of the Tuesan Police Departmient.
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EXHIBIT Q

THIS EEPOBRT PREPARED PURSUANT TO DUTY IMPOSED BY
h.A.C. B9-14-404 {A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES /\bh\
INTOXILYZER MODEL 5000+

AGENCY  Tucson Police QA SPECTALIST Tr_fy;c_ngn Y, 33/

INTOXILYZER SERIAL # L4 -00/0b Gﬁéf) LO ;_Ti;;t Nama]ﬁiﬁ’
DATE JUH’LX /3 }9' JNHS  TiME ?455;

L Dlsplav reads “E‘.FADY TCO START" or “PUSH BUTTON TO START
TEST.

DIAGNQOSTIC TESTS
v bVM Tast check. Setting should be between - 200 and
.600. Mode selection switch 52 on; 81 and 53 off orc
..// keyboard menu selection “HY. Reading is ;35} CQ,_

Display Test check. Mode sslecticn switch 51 on and 32
; and 53 off or keyboard menu selection “V".

Brinter Test check. Mode selection switch S1, 52, .53

oEf or kevboard menu selection "“B".
7 Clock time check. Mode selection switch S10 on or

keyboard menu selection "E”.
P Date check. Mode selection switch 811 on or keyboard

menu selesctiocn "EY.

OPERATLONAL TESTS

v Alcohol free subject Test result 0. 000 AC

W Error recognition logic system functioning
Invalid test printed

g/, Proper sample recognition system
Invalid sample printed .~
Deficient sample printed

M/ Completensess of sample purge with col1ﬂcticn tube**

v FCalibration standard 0. 0§D
Results: 0. QF9A4T % O C)*-?—&“m s
MO

Instrument operating properly and accurately.

COMMENTS: ¢ ())e print (arel in(OMR. s p. %
L jffj"?’? 7 cat ror pgrevean five HIG 1 [ 7es .

STGNATURE QTW Aﬂ‘/ﬁd/\—\
P

0. /2 alcohol concentration standard collected for subsequent
analysis.®#*

*WITH OR WITHCOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYBOAERD
*+THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a centified duplicate of the information contained in computer
storage devices of the Tucson Police Depanment.
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Pursuant to section 28-1327, Arizona Revised Stantes, this document is a certified duplicate of the information contained in computer

storage deviees of the Tucson Police Department.
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Pursuant to section 281327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Peolics Depariment.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certi Bed duplicate of the information contained in computer

storage devices of the Tueson Police Department,
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XHIBIT D L

[¥1

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
BRoALC: RE-14-404 [A)

ARTZ0ONBA DEPARTMENWNT OF HEALTH SERVICES

STANDARD QUALITY ASSU
INTOXILYZER ‘MO

RBANCE PROCEDURES
BEL 5000+

STANDARD CALIBRATION CHECK FEDCEDUREAjN

Agency Tucson 2clice Deparctment Date JE.{’,"rk{ fidﬂf’?:‘lﬂle 09'&7{5’
> o LA

Intoxilyzer Serial # /auf =0 WHAAL _“’(cf: Location L1775
QA Specialist = Lrene Doran Y 33/
. {Prinkt Name)

i

Bour: a standard alecohol selution of koown value iateo a
¢lean dry simulator jar and asssmble Tthe simulator
Insure that a tight seal has besn made.

/ Standard wvalue: 0. 187 AT
{ } 2. Turn on the simulator and allow the temperature: Lo
reach 349C+.2°%C.
{ } 3 Set Intoxilyzer mode selection in the ACE mode Dy
switching mode selection switch #9 on or selecting “c*
L// on keyboard menu.
I ! 4 Bttach

simulateor teo the simulator entrance port on the
Intoxilyzer. '
Intoxilyzer 3000 display reads MREAOY TO START" or
Q/Vr “WEUSH- BUTTON" .,
{ ) . Push Start Test button or press enter on kevboard.
- Insert card 1n respense to display. .

! Zir blank complstad.

) Calibration check completed.
v Test results 0.0Z29 + 0. 0F5 AC
Jf 10. 2ir blank completed.

] 11. When display reads Tast Complete remove evideance card.

Vf Attach the card to the completed checklist.
{ i Return mode sslection switch #9% to off position after
g2l]l calibration checks are complete or type @ and enter

o/ keyvboard.
SIGNATURE QM\L/@W/L__&
L,I‘"‘x

*WITH OFR WITHOUT VAPOR RECIRCULATION AND WITH CR WITHOUT EEYBOARD

<
S

L OO =) Oy

=
2
i

DHS/DSLS/Form Cll6é (Rev. 7-33)

Pursuant 1o section 28-1327, Arizona Revised Statutss, this document is & certified duplicate of the information contained in computer
storage devices of the Tucson Police Department. =
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Pursuant 1o sestion 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.




